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No difference in the recoveries of alcohol was evident 

for 0.5 to 0.25 g ELZ-115 (60-170 mesh) in Table 6. Lower 

mesh sizes may result in still lower amounts of zeolite 

needed for the retention of alcohols. 

Table 6. Effect of amount of ELZ-115 on recovery of low 
molecular weight alcohols at 100 ppb level 

Percentage Recovery 
Compound 0.5g® 0.3 to 0.25g" 

1-Propanol 100.6, 102.8 

2-Butanonal 93.8, 100.6 

i-Butanol 93.4, 105.4 vo
 
o
 

o
 

95.0 

1-Butanol 97.9, 106.1 96.5, 102.9 

i-Pentanol 96.7, 103.5 92.3, 99.5 

1-Pentanol 102.0, 102.6 86.3, 87.9 

®2 runs eluted with 2 mL methanol. 

^2 runs eluted with 2 mL acetonitrile. 
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Range of Sample Concentration Table 7 gives the 

effect of concentration on the accumulation of low-molecular 

weight alcohols at 1 ppb level. At 1 ppb level 1-butanol, 

i-pentanol and 1-pentanol and were recovered. 

Table 7. Sample concentration range for the recovery of 
low-molecular weight alcohols 

Percentage Recovery 
Compound 100 ppb^ 10 ppb" 1 ppb" 

1-Propanol 102 

2-Butanol 97 

i-Butanol 99 

1-Butanol 99 99.5, 102.9 99.9, 101.3 

i-Pentanol 98 90.6, 93.0 90.9, 91.5 

1-Pentanol 90 99.6, 100.8 63.0, 65.4 

^Average of all runs at this level of concentration. 

^2 runs using 0.3 to 0.2 g of ELZ-115 and eluted with 
1.6 mL methanol. 
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Diethyl Ether, Esters and Nitriles 

Recovery The investigation was extended to other low-

molecular weight compounds, diethyl ether, acetates and 

nitriles. With acetonitrile as desorbing solvent good 

results were obtained for diethyl ether, methyl acetate, 

ethyl acetate, n-propyl acetate and acetonitrile. The 

solvent tail interfered with the analysis of n-propylnitrile 

and n-butyl acetate using acetonitrile as solvent. Using 

acetone as solvent, reasonable results were 

Table 8. Effect of eluting solvent on recovery of diethyl 
ether, acetates, nitriles 

Percentage Recovery 
Acetonitrile Acetone Diethyl ether 
or 1-Propanol 

100 ppb 200 ppb 200 ppb 

Compound 

Diethyl Ether 

Methyl Acetate 

Ethyl Acetate 

n-Propyl Acetate 

Acetonitrile 

n-Propylnitile 

n-Butyl Acetate 

97.6, 101.9 

93.2, 100.0 

100.0, 103.2 

96.9, 104.3 

76.4, 93.0 

95.0, 103.2 

70.3, 78.7 

96.0, 99.4 

91.9, 99.9 43.0, 54.2 
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obtained for n-propyl acetate, acetonitrile, n-propylnitrile 

and n-butyl acetate. Diethyl ether gave poor recovery of n-

butyl acetate and the solvent tail interfered with the 

analysis of all other compounds listed in Table 8. 

Sample Volume The recovery of diethyl ether and 

acetates were used to test the effect of large sample sizes 

on the recovery of these compounds using 1-propanol as the 

solvent. At very large sample size (1000 mL) good 

Table 9. Effect of large dilute aqueous samples on the 
recovery of acetates, diethyl ether and 
acetonitrile 

Compound 
Percentage 

100 mL* 
Recovery 

1000 mL® 

Diethyl ether 99.1, 101.5 91 

Methyl Acetate lOOC 89 

Ethyl Acetate 94.4, 99.2 

Propyl Acetate 85.2, 95.2 88 

Acetonitrile 31.9, 33.3 

®2 runs at 4 ppb level using 0.3 to 0.25 g ELZ-115 and 
eluted with 2 mL 1-propanol. 

^Single run at 1 ppb level using 0.3 g ELZ-115 and 
eluted with 2 mL 1-propanol. 

^Single run. 
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recoveries were obtained for diethyl ether, methyl acetate 

and propyl acetate (Table 9). 

Gas Chromatography while 1-propanol was an excellent 

solvent for the elution of the analytes from ELZ-115, Figure 

11 shows the problems of interference of impurities in 1-

propanol. In order to obtain a good blank (Figure 11 (B)) 

the 1-propanol was distilled three times through a vigreux 

column, using only the middle fractions of each 

distillation. Then the distillate was passed through ELZ-

115 that had been cleaned by heating it to 800°C for 2 

hours. The filtered water (Barnstead) was also passed 

through clean ELZ-115. Other treatment using florisil or 

activated carbon to purify 1-propanol showed more impurities 

in the blank. Figure 11 (C) shows the chromatogram of the 

test sample with analytes eluting before 1-propanol for 

experiments at the 1 ppb level. 

Aldehydes and Ketones 

Good recoveries were obtained for aldehydes and ketones 

using ELZ-115 (Table 10) at 200 ppb level. In agreement 

with the capacity experiments and recoveries from ZSM-5 in 

Section I low recovery of acetaldehyde was obtained. All 

other compounds gave good recoveries. 

Thermal desorption of aldehydes and ketones from ELZ-115 

at 100°C to 300°C using nitrogen, carbon dioxide, helium, 

helium saturated with methanol and helium saturated with 



Figure 11. GC chromatogram of volatile components in 1-
propanol 

Conditions: Same as Figure 9. 
1.4 nL injection for each case. 

A: Middle fraction of distilled 1-propanol. 
B: Blank. 1 L H^O eluted with 1-propanol 

(distilled and eluted through 
heat treated ELZ-115). 

C: Diethyl Ether (1), Methyl Acetate (2), 
Propyl Acetate (3) analyzed at 1 
ppb level. 



105 

B 

(/> 
< 

CM 

~o 

CM 

LU 
CO 
z 
o a. 
en 
w 
0: 

Jjal) 
J L J L 

—ilA 
J L 

0 5 0 5 0 5 

TIME (Minutes) 



106 

acetonitrile resulted in poor recovery of aldehydes and 

ketones. Although acetaldehyde was not a test compound, 

large amounts of acetaldehyde were obtained. The presence 

o f  a c e t a l d e h y d e  w a s  c o n f i r m e d  b y  t h e  G C - M S  o f  t h e  2 , 4 -

dinitrophenylhydrazine derivative of acetaldehyde. The poor 

recovery is in agreement with literature reports of gas 

phase conversions of oxygenated compounds, including ketones 

to other compounds, predominantly hydrocarbonds using zSH-5 

( 4 , 5 ) .  

Table 10. Recovery of aldehydes and ketones at 200 ppb 
level on ELZ-115 and eluted with 1-propanol 

Compound Percentage Recovery 

Acetaldehyde 14.0, 14.4 

Propionaldehye 81.2, 84.8 

Acetone 99.1, 101.5 

Butyraldehyde 81.7, 91.5 

Butanone 97.6, 102.4 

2-Pentanone 96.3, 98.7 
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Silicalite-1 (prepared from tetrapropyl ammonium 

fluoride) was used recently as a column packing for the 

separation of methanol, ethanol, p-xylene, acetone and 

propanol using steam-solid chromatography by Campbell et al. 

(6). This crystal form of Silicalite according to the 

authors was extremely stable to steam. 

Acids 

Recovery Capacity experiments on ELZ-115 indicated 

that low-molecular weight acids could be concentrated on 

ELZ-115. Methanol, 1-propanol, ethyl acetate and acetone 

were some of the solvents that were successful in desorbing 

the analytes from ELZ-115. A dilute HCl solution was also 

effective in desorbing the analytes, but HCl would cause 

irreversible damage to the capillary column. The recovery 

data (Table 11) was obtained using 1-propanol as the 

desorbing solvent. 

The effect of esterification was tested by adding 

acetic, propionic, butyric, and valeric acids at the 1 ppm 

level to 1-propanol. No change in peak height ratio of the 

acids to an internal standard (1,2,4-trimethylbenzene) was 

evident for two hours. This is sufficient time for elution 

of the acids from the ELZ-115 column and injection into the 

gas chromatograph. The acids formed esters with methanol 
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Table 11. Dependence of recovery of acids on the amount of 
water passed through ELZ-115 column^ 

Percentage Recovery 
Acid 2 mL H2O 100 mL H2O 400 mL H2O 1000 mL H2O 

Acetic 4, 6 0 0 0 

Propionic 85, 89 0 0 0 

Butyric 101, 105 93, 101 66, 92 6, 87 

valeric 104, 104 102, 108 104, 106 44, 44 

®2 runs of 80 yug of acid on 0.3 g of ELZ-115. 

more quickly than with 1-propanol. Traces of HCl increased 

the rate of formation of the ester and the peak height 

ratios of acid to internal standard were no longer constant. 

Sample Volume The effect of large sample volumes 

considerably reduced the recovery of acids from ELZ-115. 

Hence this method of concentration of acetic, propionic, 

butyric and valeric acids is useful only for small sample 

sizes. The effect or j.arger amounts of ELZ-115 or of 

smaller mesh size maybe beneficial when large sample volumes 

must be analyzed. The importance of fatty acids has been 

emphasized by Lee et al. by the fact that 25% of research 
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reports published on GC deals with fatty acids. The shorter 

chain fatty acids are more difficult to analyze by GC (7). 

Baseline Problems of the DBWax Column 

While alcohols, esters, acetates and nitriles eluted at 

lower temperature from the DBWax column, acids required 

higher temperature. The best isothermal conditions for the 

elution of all four acids with highest sensitivity for 

valeric acid and with acetic acid away from the solvent tail 

showed the same problem as those of the temperature 

programmed experiment. At high analyte concentration of 1 

yug/uL (Figure 12) the baseline instability was already 

noticeable from retention time of 20 to 30 minutes. 

Approximately 500 injections of test compound in water, 

methanol and other solvents had been made on this column. 

The immediate solution to this problem was to obtain a 

new DBWax column. But after only 7 injections of water, the 

baseline had already deteriorated (Figure 13 (A)) so that 

the column could not be used for trace analysis. The 

baseline was restored (Figure 13 (B)) by using high carrier 

gas flow rate (15 mL/min) at high temperature (150°C) for 10 

minutes. Although this procedure solved the baseline 

problem, it was an inconvenience to the chromatographer. 

After the high flow rate (15 mL/min) to restore the 

baseline, sufficient time was required for the gas flow rate 



Figure 12. Typical GC chromatogram of acids 

Conditions: Same as Figure 9. 
0.35 ttla of 0.5 pg/pL. 

Components: Acetic (1), Propionic (2), Butyric 
(3), Valeric (4). 
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to be restored to the level of 1 mL/min used in the 

analysis. A valve system would be beneficial in maintaining 

constant flow rate for successive analyses. It is common 

practice to subject packed columns to high temperatures 

overnight to produce satisfactory baselines. The usual (0.2 

mm I.D.) capillary columns do not require this treatment. 

As a last resort the column was backflushed with 5 mL of 

freshly distilled Barnstead filtered water. The column was 

connected to a hand-held syringe. It required considerable 

effort to pass the first few drops through the column. 

After the emergence of brown droplets of water, the water 

flowed through the column at 1 mL/ min. Then the column was 

connected to the inlet of the gas chromatograph and flushed 

with helium at 15 mL/min. Finally the column was slowly 

programmed to 150°C and held at 150°C for 4 hours. In this 

final step to dry the column great care must be taken to 

preserve the polymer (which now has the consistency of 

gelatine (8)) on the silica and to keep water from entering 

the split valving system of the gas chromatograph. In 

addition Grob (9) noted that a few percentage of extractable 

phase was sufficient to increase the viscosity of the 

washing solvent and result in permanent plugging of the 

capillary column. He recommended washing apolar silicone 

capillary column with acetone, a poor solvent (up to 50 mL) 

overnight. 
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The benefits of backflushing are clearly evident in the 

"before" and "after" backflushing chromatograms in Figures 

14 and 15. In Figure 15 the "before" chromatogram (A) shows 

tailing alcohol preaks, but in the "after" chromatogram (B) 

tailing has been eliminated restoring resolution. Peak 

shape is an important parameter in determining the number of 

peaks that can be adequately separated. In Figure 15 the 

"before" chromatogram (A) shows a missing peak, 2,6-

dimethylaniline (5). This is probably the result of large 

quantities of acid injected on the column before the 

injection of 2,6-dimethylaniline. It maybe prudent to use a 

different column for different classes of compounds. On the 

other hand, one might be able to concentrate amines on acid 

loaded DBWax column. 

Other Concentration Methods 

Test solutions were recycled through 30 cm of DBWax 

column. Poor recoveries were obtained for the polar low-

molecular weight compounds. 

Methyl ketones and aldehydes (1 ppm) were retained on 

strong anion exhange column loaded with sodium bisulfite. 

Aldehydes and methyl ketones were eluted with methanol and 

acetonitrile. This method appears to have some potential in 

separating methyl ketones and aldehydes from a complex 

mixture. 



Figure 13. Effect of high flow rate and temperature pro­
gramming on baseline 

Conditions: Same as Figure 9. 
A: Before treatment. 
B; After treatment. 



FID RESPONSE 
00 

IN3 
X 

ro 
X 

2 X |6'^ Afs 



Figure 14. Effect of backflushing 

Conditions: Same as Figure 9. 
Components: Diethyl Ether (1); Acetone (2); 

Methanol/ t-Butanol, Butanone 
(3); Ethanol, 2-Propanol (4); 
2-Pentanone (5); Acetonitrile, 
i-Butylnitrile (6); 1-Propanol 
(7); i-Butanol (8); 1-Butanol (9); 
i-Penatanol (10); 1-Pentanol (11). 

A: Deterioration of column showing tailing of 
alcohol peaks. 

B: Restoration of column performance after 
backflushing with water. 
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Figure 15. Restoration of a peak 

Conditions: Same as Figure 9. 
Isothermal at 130°C. 

Components: 2-Octanone (1), 1-Octanol (2); 
Methyl Decanoate (3); 1-Decanol 
(4); 2,6-Dimethylaniline (5); 
2,6-Dimethylphenol (6). 

Concentration: 1 pg/pL hexane. 
A: Before backflushing. 
B: After backflusing. 
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CONCLUSION 

The shape-selective zeolites, ZSM-5 and ElZ-115 were 

used to concentrate low-molecular weight polar compounds. 

The solvents used to desorb all the analytes tested were 1-

propanol, acetone, methanol and acetonitrile. 1-Propanol 

was used for those analytes with low GC retention times. 

Acetone was used for those with intermediate retention times 

and methanol was used for those with high GC retention 

times. It is propable that 1-propanol and acetone would 

constitute the desorbing solvent system for all of the 

analytes tested. The desorption using acetone on alcohols 

was not tested. 

Diethyl ether and methyl acetate were desorbed with 1-

propanol. Acetonitrile was desorbed with 1-propanol or 

acetone. N-propyl acetate, n-propylnitrile, n-butylnitrile, 

and n-butyl acetate were desorbed with acetone. 1-Propanol 

was desorbed with methanol. 2-Pentanol, i-butanol, 1-

butanol, i-pentanol and 1-pentanol were desorbed with either 

methanol or acetonitrile. The above order of analytes is 

given in terms of increasing retention times on DBWax GC 

column. The desorbing solvents were selectd so that the 

solvent did not interfere with GC quantitation. 

1-Propanol was the desorbing solvent for 

propionaldehyde, acetone, n-butyraldehyde, butanone 2-
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pentanone, n-butyric acid, and n-valeric acid. 

Concentration factors of 50 at 100 ppb level and 500 at 1 

ppb level were acheived. Except for methanol, formaldehyde, 

acetaldehyde, acetic acid and propionic acid good recoveries 

were obtained at the 100 ppb level. 

The small particle size and the fragile nature of ZSM-5 

made it prone to problems of column plugging. The very 

large particle size of ELZ-115 resulted in premature 

breakthrough. A solution to this problem was to grind the 

ELZ-115 to smaller mesh size. Detailed optimization of the 

use of ELZ-115, such as, best mesh size, column dimensions, 

amount of zeolite and amount of desorbing sorbent was not 

investigated. 

From the measurements by frontal chromatography the 

maximum volume at analyte concentration of 1 mg/mL that 

could be concentrated on 0.5 g ZSM-5 was calculated. The 

maximum volume of analyte that can be concentrated on the 

ZSM-5 column increased linearly with carbon number. The 

coefficient of determination of the maximum volume to carbon 

number was 0.97 for n-alcohols, n-aldehydes and acetone. 

From the recovery studies of Section I acetaldehyde with 

maximum volume of 11.0 mL could not be quantitatively 

recovered from 100 mL of solution at 100 ppb level. The 

sampling solution was reduced to 50 mL for quantitative 

recovery. It is apparent that for analytes with maximum 
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volume less than 11.0 mL, adjustments in the amount of 

zeolite or in the amount of sampling solution will be 

necessary for quantitative recovery. Although n-butyric 

acid had a high maximum volume (50.65 mL) and could be 

quantitatively recovered from 100 mL of water at 100 ppb 

level, only 7% was recovered from 1 L of water at 1 ppb 

level. Direct comparison of maximum volume of the acids 

cannot be made with other analytes because the capacity 

measurements of the acids was carried out using ELZ-115, but 

capacity measurements of all other analytes was made using 

ZSM-5. 

The method of using pumps to load concentrating columns 

maybe useful where multiple runs from single sample is 

required. It would be prudent to design the instrument so 

that the process can be terminated if clogging occurs. The 

disadvantage of this method was that extensive cleaning of 

the apparatus was necessary each time a new solution was 

analyzed. 

The gravity flow method of concentration was used for 

the majority of the experiments. A column was fashioned 

from a disposable pipette and connected to a reservoir. 

With 60-170 mesh ELZ-115, 100 mL of aqueous test solution 

eluted in 15 minutes. Unlike the pump loading method, 

different solutions were tested by simply cleaning the 

reservoir. The zeolite column was regenerated by washing 
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with methanol and water or by heating at 400°C for 4 hours 

or at 800°C for 2 hours. 

A DBWax large-bore GC column was used for quantitation 

with flame ionization detection. At the temperature used 

the column showed good baseline stability for the 

determination of analytes at the ppm level by direct aqueous 

injection. The cross-linked stationary phase was stable to 

injections of polar solvents, such as, water, alcohols, 

acetonitrile. These solvents cannot be used in capillary 

columns with coated stationary phases. The thick-film of 

the column increased retention times so that subambient 

temperatures were unnecessary for the analysis of diethyl 

ether and methyl acetate. These characteristics together 

with the large diameter made it possible to inject large 

quantities of dilute solutions without serious loss of 

resolution. Column stability due to large number of 

injections of aqueous samples at analyte concentration of 1 

ppm was not investigated. The DBWax large-bore column 

showed great improvement over packed column in terms of 

resolution and speed of analysis. In comparison with the 

usual (0.2 mm I.D.) columns the DBWax column exhibited 

greater sensitivity. For these experiments 1-4 to 0.3 uh 

were injected. The carrier gas flow rate was 1.2 mL/min and 

the split ratio was 1:15. Nitrogen was the make up gas. 

The instrument used did not have the valve system for 
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splitless injections. Even greater sensitivity may be 

achieved by using the splitless mode of injection. 

For the analysis of acids, the baseline interfered with 

quantitation using DBWax column. One solution was to 

subject the column to high temperature (150°C) at high flow 

rate (15 mL/min) of carrier gas. Another was to backflush 

the column with water. After this treatment, peak shape of 

alcohols was restored. A peak missing in the test mixture 

to evaluate column performance was also restored. 

Shape selective zeolites, ZSM-5 and ELZ-115, have been 

demonstrated to be capable of extracting polar low-molecular 

weight compounds from water at the ppb level. Quantitation 

can best be carried out using gas chromatography with 

recently available large-bore columns. It is a method that 

can be extended to low-molecular weight compounds that are 

heat sensitive and cannot be distilled or thermally 

desorbed. It is a convenient method for field sampling 

because only the mini-column need to be transported to the 

laboratory for later analysis. 
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SECTION III. CONCENTRATION OF ORGANIC COMPOUNDS IN WATER 
BY GAS PURGING AND BOILING 
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INTRODUCTION 

As indicated in the Review of Literature, the volatile 

hydrophobic compounds can be sparged from water. From the 

discussion on steam distillation, there appears to be a 

large number of more polar compounds that can also be steam 

distilled. It was the intention of this work to concentrate 

both types of compounds, those that can be volatilized by 

gas purging and those that can be volatilized by steam 

distillation. The test compounds were selected to represent 

various classes of organic compounds having a variety of 

solubilities, molecular weights, and those compounds (such 

as, cyclohexanone) that are known to be poorly concentrated 

on XAD-type resins. Precautions were taken to avoid 

interferences (chemical and chromatographic). Hence the 

aldehyde test mixture was separate from those containing 

amines. 

In this experiment aqueous test samples containing 

organic compounds were sparged with helium. The sample was 

heated and boiled (distilled) with helium purge. The vapors 

passed through a small Tenax column, which retained the 

organic compounds in the vapors. The heating was stopped. 

Then the Tenax column was removed and eluted with 

approximately 1 to 2 mL of organic solvent (methanol or 

acetonitrile). A portion of the organic solution was 
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injected into a GC capillary column where the analytes were 

separated and quantitated. 

The experiment differs from the usual purge-and-trap 

experiment in that in the purge-and-trap experiment the 

sample is generally heated to 85°C or less. Boiling is 

avoided because too much water vapor will freeze and plug 

the liquid nitrogen trap (to focus the analytes at the head 

of the GC capillary column) or will produce too great an ion 

pressure in the mass spectrometer. 

However, by boiling the sample, polar compounds (such 

as, heptanol, nitrobenzene) and high molecular weight 

compounds (such as, acenaphthene, fluorene) were also 

recovered from the test samples in addition to the usual 

volatile hydrophobic componds (such as, ethylbenzene, o-

dichlorobenzene). 

The analysis has been futher simplified by the injection 

of methanol solutions containing the concentrated organic 

compounds and some water directly on the rugged (cross-

linked) fused silica column. The usual solvent exchange and 

solvent drying steps have been eliminated. In addition 

sensitivity has been greatly improved by large sample 

injection on the thick-film large-bore column. No 

additional concentration of the methanol solution was 

necessary for the analysis of organic compounds at the ppb 

level. For the large-bore column, resolution was better 
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than on packed column and sensitivity was better than on the 

usual (0.2 mm I.D.) capillary column. 

The method appears to be especially attractive in 

analysis of volatile compounds in messy samples (containing 

large quantities of nonvolatile compounds) that cannot be 

directly injected into a capillary column. 
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EXPERIMENTAL 

Chemicals 

Water from Barnstead NANOpure II system (Barnstead, 

Division of SYBRON Corp.; Boston, MA 02131) was used. The 

Solvents were HPLC grade methanol and acetonitrile (Fisher 

Scientific, Pair Lawn, NJ 07418). Zero helium (Alfagaz, 

Specialty Gases Division, Liquid Air Corporation, One 

Embarcadero Center, San Francisco, CA 94111) was used in the 

concentration experiments. 

Instrumentation 

A Tracor 550 GC with flame ionization detectin (FID) and 

injector and detector modified for capillary column was 

used. Nitrogen was the make-up gas. For concentration 

experiments at 25 ppm and 2.5 ppm an HP (Hewlett Packard) 

0.2 mm I.D. X 12 m FSOT (fused silica open tubular) methyl 

silicone (cross-linked) column was used. The flow rate 

through the column was 1 mL/min helium and the split ratio 

was 1:32. For other experiments a 0.53 mm (megabore) x 10 m 

column (1 fim thickness, FSOT, cross-linked) methyl silicone 

column (HP) was used. The split ratio was 1:7 and with a 

flow rate of 3.7 mL/min and the inlet pressure was 8 psi. 



Figure 16. Apparatus for gas purging and distillation 

Column: 2 mm I.D. 1/4" O.D. x 9 cm with 
0.035 g of 80-100 mesh Tenax 
held in place by silanized glass 
wool. 

Sparging head: 2 mm I.D. 1/4" O.D. gas 
inlet and outlet, pressure 
release valve, 10 mm medium frit, 
and thermocouple attached to S 
24/40 inner joint. 

Pot: 100 mL S 24/40 round bottom flask. 
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Columns for Concentration of Organic Compounds 

Preparation of Tenax Column In a typical experiment 

0.036 g of 80-100 mesh Tenax GC resin (Alltech Associates, 

Arlington Heights, IL 60004) was packed into a 2 mm l.D. x 9 

cm glass tube and held in place with silanized glass wool 

plugs. The column was cleaned by elution with 15 mL of 

methanol, followed by purging with helium at 15 mL/min at 

70°C for 20 minutes. 

Preparation of XAD Column The XAD-4 column (80-100 

mesh, Rohm & Haas, Philadelphia, PA 19105) was prepared in a 

similar manner as the Tenax column. Another batch of XAD-4 

resin was ground and sized. This batch required removal of 

fines by washing the resin several times with methanol and 

acetonitrile. 

Concentration of Organic Compounds on Tenax Column 

Fast Heating The apparatus in Figure 16 was used. 

The sparging head was fashioned from S 24/40 inner joint, 2 

mm l.D. 1/4" O.D. glass tubing to receive 1/4" Swagelok 

fittings with graphite ferrules, 10 mm medium frit sealing 

tube, and a pressure release valve (Ace Glass, Incorporated, 

Vineland, NJ 08360) by the house glass shop. A thermocouple 

was embedded in the gas outlet of the sparging head to 

monitor temperature. The temperature monitored by this 

thermocouple was 80°C or higher for all successful 
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experiments. Organic compounds in methanol or acetonitrile 

stock solutions were added into 100 mL Barnstead filtered 

water in a S 24/40 100-mL round bottom flask. Helium was 

bubbled through the sparger at 20 mL/min and 10 psi head 

pressure. 

In a typical experiment the water was heated to boiling 

in 15 to 20 minutes using a heating mantle and boiled for 2 

minutes (variac setting of 70 V at 7.5 A). This method 

consistently gave good results, but was abandoned because 

the rate of pressure increase was too large at times and 

blew off the sparging head. An ice condensor was used 

especially for experiments involving short columns or long 

heating times (more than 30 minutes). It was fashioned from 

a plastic bottle by cutting off the bottom and securing it 

to the column with a cork. 

Slow Heating For the slow heating experiments the pot 

variac (7.5 A) was set to 70 V and reduced to 65 V after 15 

minutes. The initial helium flow rate was set at 20 mL/min 

and reduced as necessary (usually after 15 minutes) to 

reduce the internal pressure. The final helium flow rate 

was 1 mL/min. The total heating time for a typical 

experiment was one to 1.5 hours. The sparging head up to 

the union was heated so that at boiling the thermocouple 

registered 80°C to 95°C. The amount of water emitted from 

the column was collected. Good results were obtained when 

at least 1.5 mL of water was collected. 
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Removal of Organic Compounds from Concentrating Column 

The Tenax column was removed from the apparatus and 

helium was passed through the column at 15 mL/min for one 

minute to flush out most of the water. The column was 

eluted with 0.14 to 2 mL (1 mL for typical experiment) of 

HPLC grade methanol or acetonitrile into a 2-mL receiving 

vessel or the Kuderna-Danish concentrator (Supelco, Inc., 

Beliefonte, PA 16823) containing 10 yt/L methanol or 

acetonitrile. Organic compounds were removed from the XAD-4 

column in the same manner as in the fast heating experiment. 

Quantitation 

Quantitation of the analytes in the methanol effluent 

was determined by measuring the peak heights of the GC 

chromatograms using external standard. 

Aqueous Sampling 

In aqueous sampling experiments at ambient temperature 

0.036 g of 80-100 mesh Tenax GC (as in accumulation 

experiment above) was packed into a disposable pipette which 

was attached to a 100-mL reservoir by a Teflon connector. 

The concentrated stock solution was added to the reservoir 

containing 100 mL H2O. The water containing the organic 

test compounds was allowed to precolate through the column 

by gravity flow. Organic compounds were removed from the 
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concentrating column in the manner similar to the gas 

purging and steam distillation experiments using 1 mL 

methanol. Gas pressure was occasionally used to initiate 

flow. Quantitation was carried out as in the accumulation 

experiments above. 
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RESULTS AND DISCUSSION 

Result of Aqueous Sampling 

The simplest experiment involved aqueous sampling in 

which water containing 25 to 50 ppb organic compounds was 

allowed to percolate through the Tenax column at room 

temperature. The analytes were desorbed with methanol and 

the methanol solution was analyzed by GC. Table 12 gives 

the results of this experiment. Low recoveries of 50% or 

less were obtained for all compounds tested. Extensive 

investigations by Pankow and co-workers (1) have led them to 

conclude that poor recovery of nonpolar organic compounds 

from aqueous sampling on Tenax GC was due to poor transport 

rather than poor retention. They noted early breakthrough 

but once the analytes were retained on the column, elution 

with additional volumes of water did not result in 

additional breakthrough. The breakthrough process was not 

caused by exhaustion of a fixed amount of sorbing surface 

area but by diffusional limitation of the transfer of 

analyte through the sampling fluid to sorbing beads. The 

explanation of the results was based on a diffusion film 

that prevented the analytes from coming in contact with the 

surfaces of the Tenax particles before the analytes were 

swept from the column. These investigators were able to 
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Table 12. Accùmulation of organic compounds at 25 to 50 ppb 
level on Tenax® by aqueous sampling 

Compound Percentage Recovery 

1-Hexanol 51.1, 53.4 

Ethylbenzene 21.3, 23.7 

1-Heptanol 27.5, 32.5 

o-Dichlorobenzene 43.6, 47.6 

Ethyl Halonate + n-Butylbenzene 32.5, 41.0 

1-Octanol 36.0, 42.2 

Naphthalene 40.0, 40.0 

1-Decanol 47.2, 61.2 

2-Undecanone 45.3, 90.0 

Biphenyl + 1-Undecanol 49.1, 70.4 

Acenaphthene 27.0, 33.8 

Fluorene 27.0, 45.0 

Phenanthrene 50.0, 50.0 

^Disposable piptette (5 mm I.D. x 14.6 cm) containing 
0.036 to 0.40 g of 80-100 mesh Tenax. 
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obtain quantitative recovery for chlorinated aromatic and 

aliphatic hydrocarbons using aqueous samples by using two 

cartridges of 4.5 mL volumes of 60-80 mesh Tenax (2). An 

elaborate apparatus using large quantities (15 mL) of 

solvent was then necessary for the desorption of the 

analytes from the Tenax columns. Microdistillation and 

nitrogen assisted evaporation was necessary to concentrate 

the effluent from the Tenax column. 

Leoni and co-workers (3) also obtained quantitative 

recovery of pesticides (hexachlorobenzenes, heptachlor, 

ronnel, parathion and methylparathion, etc.) at 1 ppb level 

by aqueous sampling of 8 to 15 liters on Tenax. As in the 

above example, large quantities of Tenax (48 cm x 1 cm 

column containing 1.5 g Tenax) were used. The analytes were 

eluted from the column with diethyl ether. 

Result of Gas Purging and Heating 

Table 13 shows the result of purging the aqueous test 

solution with helium. Heat was applied but was quickly 

removed just as the water began to boil. Only a single 

experiment was conducted for each compound tested. The 

results show that the more polar compounds, the alcohols and 

the heavier aromatic compounds (fluorene, biphenyl and 

phenanthrene) were poorly recovered. Only the volatile 
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Table 13. Accumulation of organic compounds at 25 to 50 ppb 
level on Tenax^ by gas purging and heating 

Compound Percentage Recovery 

1-Hexanol 0 

Ethylbenzene 94 

1-Heptanol 13 

0-Dichlorobenzene 94 

n-Butylbenzene 92 

1-Octanol 14 

Naphthalene 92 

1-Decanol 0 

2-Undecanone 96 

Biphenyl + 1-Undecanol 58 

Acenaphthene 100 

Fluorene 27 

Phenanthrene 0 

Cyclohexanone 46 

Benzaldehyde 61 

Phenol 0 

^Single run using 2 mm I.D. x 9 cm column containing 
0.035 g of 80-100 mesh Tenax. 
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Table 13. (Continued) 

Compound Percentage Recovery 

Ethyl Hexanoate 103 

Acetophenone 48 

Nitrobenzene 61 

Methyl Benzoate 73 

Phenylacetonitrile 15 

p-Ethylphenol 4 

Methyl Salicylate 42 

Ethyl Cinnamate 46 
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nonpolar compounds were quantitatively recovered. The 

results are in agreement with the usual purge-and-trap 

experiments in which the temperature is kept below the 

boiling point of water resulting in the quantitative 

concentration of only volatile hydrophobic organic 

compounds. 

Sample Concentration Range 

Recovery Table 14 gives the results of the 

accumulation experiments of organic compounds at 25 ppm to 

25 ppb level from water using gas purging and boiling the 

sample. Good recoveries were obtained for most of the 

compounds in this concentration range. The recoveries for 

the more polar compounds, such as, alcohols and higher 

molecular weight aromatic compounds were lower. The 

recovery of ethyl malonate was only 57% due to its high 

solubility in water. Results are not reported where water 

solubility has been exceed, for example for biphenyl, 

acenaphthene, fluorene and phenanthrene at 25 ppm. 

Gas Chromatography The experiments at test sample 

concentrations of 25 ppm and a few at 2.5 ppm were analyzed 

using a regular GC (0.2 mm I.D.) capillary column. 

Comparison of Figures 17 and 18 show the change in 

sensitivity of at least 17 times using a 10 m large-bore GC 
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Table 14. Sample concentration range for the 
accumulation of organic compounds at 25 to 50 
ppb level on Tenax" by gas purging and 
distillation 

Percentage Recovery 
Compound 25 ppm 2.5 ppm 25 ppb 

1-Hexanol 

00 

85.4 89 .0, 101.8 

Ethylbenzene 105.5b 96 .4, 96.8 74 .5, 87.9 

1-Heptanol 103.1, 105.9 96 .3, 96.9 77 .1, 83.1 

o-Dichlorobenzene 84.2, 90.2 78 .7, 80.9 91 .6, 101.4 

Ethyl Malonate 53.7, 62.1 64 .0, 72.OC 

n-Butylbenzene 82.1, 84.7 64 .0, 72. OC 

1-Octanol 101.1, 103.1 96 .1, 96.9 80 .7, 83.7 

Naphthalene 102.5b 99 .8, 100.0 96 .4, 100.6 

1-Decanol 53.8, 63.4 94 .3, 96.5 99 .6, 102.2 

2-Undecanone 95.8b 94 .5, 104.3 97 .3, 109.7 

1-Undecanol + Biphenyl 80 .3, 83.5 91 .7, 96.7 

Acenaphthene 98 .1, 111.1 84 .8, 85.0 

Fluorene 66 .0, 72.6 93 .2, 98.8 

Phenanthrene 61 .9, 62.9 78 .4, 89.2 

^2 runs on 2 mm I.D. x 9 cm columns containing 0.035 g 
of 80-100 mesh Tenax. 

^Single run. 

^Ethyl Malonate + n-Butylbenzene. 



Figure 17. Typical GC chromatogram using narrow bore 
column 

Conditionsi 

Components : 

Tracor 550 GC. 
Column: Hewlett Packard 0.2 

mm I.D. X 12 m methyl 
silicone. 

Plow rate: 1 mL/min He. 
Split: 1:32. 
Make up gas: N? 15 mL/min. 
Detector: FID 2 x 10"^^ Afs. 
Temperature Program: Initial 

hold of 2 minutes at 
40°C and programmed 
at 5°C/minute to 
220°C and held at 

for 10 minutes, 
of 5 to 2.5 

220Oc 
Sample: 1.7 juL 

;/g/mL. 
1-Hexanol (1); Ethylbenzene 
(2); 1-Heptanol (3); o-
Dichlorobenzene (4); Ethyl 
Malonate, n-Butylbenzene (5); 
1-Octanol (6); Naphthalene 
(7); 1-Decanol (8); 2-Undeca-
none (9); Biphenyl, 1-Undeca-
nol (10); Acenaphthene (11); 
Fluorene (12); Phenanthrene 
(13); n-Butylphthalate (14). 
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Figure 18. Typical GC chromatogram using megabore 
column 

Conditions; 

Components: 

Tracor 550 GC. 
Column: Hewlett Packard 0.53 

mm I.D. X 10 m methyl 
silicone (1 //m 
thick). 

Flow rate: 3.7 mL/min He. 
Split: 1:7. 
Make up gas: N2 15 mL/min. 
Detector: FID 4 x 10"^^ Afs. 
Temperature Program: Initial 

hold of 2 minutes at 
40°C and programmed 
at 5°C/minute to 
220®C and held at 
220°C for 10 minutes. 

Sample: 0.3 /iL of 5 to 2.5 
;t/g/mL. 

1-Hexanol (1); Ethylbenzene 
(2); 1-Heptanol (3); o-
Dichlorobenzene (4); Ethyl 
Malonate, n-Butylbenzene (5); 
1-Octanoi (6); Naphthalene 
(7); 1-Decanol (8); 2-Undeca-
none (9); Biphenyl (10); 
1-Undecanol (11); 
Acenaphthene (12); Fluorene 
(13); Phenanthrene (14); n-
Butylphthalate (15); Impurity 
(I). 
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column. The increase in sensitivity made possible recovery 

studies at lower analyte concentration without concentration 

of the methanol effluent. 

Effect of Tenax Column Dimensions 

Table 15 gives the results for 2 mm x 9 cm, 1 mm x 9 to 

14 cm, and 2 mm x 2.6 cm columns. There was no difference 

in results for these column. More work is needed to assess 

the merits of the 1 mm X 4.8 cm column. In early 

experiments, it was noted that water emitting from the 

column was cool when good results were obtained. Hence, 

subsequent experiments were carried out with an ice 

condensor to cool the column. The gas at the column inlet 

at 80°C to 95°C would desorb the analytes on the column as 

was noted in a similar case by Grob (4). 

Hence a long column (9 cm) was preferred, because the 

outlet would be cooler and more likely to retain the organic 

compounds. However, a short column would decrease the back 

pressure simplifying the heating process. A device could be 

designed using carbon dioxide gas to cool the column more 

efficiently. It would require skillful manipulation and 

design, as too much cooling would freeze the water and plug 

the column and not enough cooling would allow the analytes 

to pass through the column. 
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Table 15. Effect of column dimensions on the accumulation 
of organic compounds at 25 to 50 ppb level on 
Tenax* by gas purging and distillation 

Percentage Recovery 
Compound 9 cm" 9-14 cm^ 2.6 cm" 4.8cm® 

Ethylbenzene 97, 97 74, 74 91, 97 19 

1-Heptanol 97, 97 78, 94 92, 98 64 

o-Dichlorobenzene 79, 81 79, 95 62, 103 82 

Ethyl Malonate^ 64, 72 63, 67 19, 49 64 

1-Octanol 97, 97 73, 83 100, 104 115 

Naphthalene 100, 100 89, 89 99, 105 111 

1-Decanol 94, 96 93, 101 77, 97 109 

2-Undecanone 94, 104 85, 87 121, 163 115 

l-Undecanol9 00
 
o
 

84 96, 98 71, 83 81 

Acenaphthene 99, 111 77, 79 84, 84 62 

Fluorene 66, 72 63, 69 63, 73 64 

Phenanthrene 61, 63 60, 60 62, 62 60 

^80-100 mesh Tenax. Eluted with 2 to 0.2 mL methanol. 

^2 mm X 9 cm column. 

^1 mm X 9 to 14 cm column. 

^2 mm X 2.6 cm column. 

^Single run for 1 mm x 4.8 cm column. 

^Ethyl Malonate + n-Butylbenzene 

9l-Undecanol + Biphenyl 



150 

A small diameter column was selected because it 

contained less resin which required less solvent to elute 

the analytes from the column. The main disadvantage of the 

small diameter column was that the back pressure was 

drastically increased. Thus a short, small diameter column 

appears to be an optimum. In this case the column 

containing only 0.0004 g of Tenax GC was used. There was 

drastic reduction in recovery for ethylbenzene (19%). 

However, the use of minute amounts of Tenax maybe useful for 

those analytes for which Tenax has a high capacity. The 

amount of solvent required for desorption of the analytes 

was not investigated- Hughes (5) discussed equations to 

predict on the basis of the intercept of the graph of 

recovery vs. solvent used whether irreversible sorption had 

occurred. These are useful data for the chemist in trying 

to devise a solvent system to desorb analytes from solid 

concentrating columns. 

Evaluation of Losses 

In an effort to study the losses that occurred during 

gas purging and distillation, the experiment was interrupted 

before completion of the entire heating process and the 

analytes were recovered from various sections of the 

apparatus. Table 16 summarizes the results. 
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Table 16. Study of losses of organic compounds at 50 ppb 
level on Tenax® by gas purging and distillation 

Percentage Recovery 
Compound on Tenax in aqueous on sparging in 

column effluent head pot 

Cyclohexanone 40 56 

Benzaldehyde 72 

Phenol 7 9 50 

Ethylhexanoate 102 

Acetophenone 67 5 

Nitrobenzene 77 3 

Methyl Benzoate 78 3 

p-Ethylphenol 53 6 16 

Methyl Salicylate 29 10 53 

2-Methoxynaphthalene 66 4 

Ethyl Cinnamate 55 2 

^Single run using 2 mm I.D. x 9 cm column containing 
0.035 g of 80-100 mesh Tenax. 
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Cyclohexanone was found in the water distilled through 

the column showing that breakthrough had occurred. 

Because acetophenone, nitrobenzene, methyl benzoate, 

phenylacetonitrile, 2-methoxynaphthalene and ethyl cinnamate 

were found in the sparging head, this part of the apparatus 

was heated either by adjusting the pot variac (fast heating 

method) or by a separate heating tape (slow heating method). 

Under the conditions of this experiment the phenols did 

not steam distill. The pot contents were extracted with 

methylene chloride, concentrated and submitted for GC-MC 

analysis. The results confirmed the presence of phenol, p-

ethylphenol and methyl salicylate. 

The results on phenol is in agreement with Grob (4), who 

recovered 67% phenol at 8 ppt level on activated carbon only 

after prolong (20 hours) closed loop stripping with steam. 

Effect of pH 

Table 17 gives the results of studies on other classs of 

compounds, phenols, amines, and other compounds of moderate 

water solubility. Highly water-soluble compounds, 

cyclohexanone and aniline were less than 50% recovered. 

The pH of the test solution was changed to 2 in 

anticipation of high recovery for the acidic phenolic 

compounds. But no difference in recovery was noted for 
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Table 17. Effect of pH on the accumulation of organic 
compounds at 25 to 50 ppb level on Tenax® by gas 
purging and distillation 

Percentage Recovery 
Compound pH • 7 pH • 2" 

Cyclohexanone 

CO in 

53.8 

Benzaldehyde 88.4, 106.8 

Phenol 13.1, 17.7 13.7 

Ethyl Hexanoate 102.4, 103.6 51.5 

Acetophenone 80.0, 104.8 

Nitrobenzene 79.1, 105.9 

Methyl Benzoate 83.8, 86.2 86.1 

Phenylacetonitrile 73.0, 85.0 

p-Ethylphenol 23.5, 26.9 23.6 

Methyl Salicylate 26.8, 29.0 27.0 

2-Methoxynaphthalene S3.2, 104.4 

Ethyl Cinnamate 76.2, 84.6 61.0 

Aniline 24.3, 40.5 

Methylaniline 84.8, 104.4 

N,N-Dimethylaniline 100.8, 110.0 

Methyl Decanoate 99.2, 100.0 

Naphthylamine 6.5, 13.3 

®2 runs on 2 mm I.D. x 9 cm columns containing 0.035 g 
of 80-100 mesh Tenax. 

^Single run. 
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phenols at pH 7 and pH 2. In fact at pH 2 ethyl hexanoate, 

a compound that was repeatedly quantitatively recovered, was 

only 51.5% recovered possibly due to hydrolysis. The 

results show that pH changes may be useful only if a 

particular class of compound, such as, phenols is being 

analyzed. Low pH affected the recovery of ester. 

Effect of Heating Rate 

The fast heating experiments consistently gave good 

results. However, the rapid and unpredictable pressure 

increase could not be controlled. This presented a danger 

to the experimenter. The rate of vaporization of water 

molecules was dependent on a number of factors, such as, 

ionic strength, volume of headspace, and volume of water. 

This rate must be precisely controlled for the success of 

the experiment. In addition, the pressure drop for the 

sorbent was dependent upon the bed packing diameter, bed 

length, particle mesh size and range, the adsorbent and the 

flow rate of the gas. Pressure drop data on Tenax GC are 

given by Krost et al. (6). The maximum pressure drop of 

1400 mmHg was found for a 0.5 cm x 3 cm column packed with 

60-80 mesh Tenax at helium flow rate of 9 mL/min. 

Unfortunately no data was given for 80-100 mesh Tenax GC. 

A device that would respond rapidly and accurately to 

pressure changes would be beneficial, so that the 
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experimenter can make appropriate changes in heat input and 

gas flow rate. Knowledge of the maximum pressure drop that 

can be tolerated by the apparatus would also be desirable. 

Because the above were not available, an experimental 

procedure of slower heating rate was sought. A comparison 

of the fast heating rate and slow heating rate (Table 18) 

shows that the recoveries for slow heating rate were 

consistently lower for the slow heating method. However, 

the results of the slow heating method (Table 17) are 

considerably better than the results for the usual purge-

and-trap experiment (Table 13) especially for alcohols, 

benzaldehyde, fluorene, acetophenone, nitrobenzene, 

phenylacetonitrile and ethyl cinnamate. 

Effect of Another Adsorbent; XAD-4 

The Tenax column was used successfully because the 

experiment was designed so that initially those compounds 

that accumulate on the resin were in the vapor state. But 

as more compounds which had lower retention on Tenax were 

tested, it was necessary to cool the column so that the 

analytes were not thermally desorbed from the column. Thus 

it was likely that the fluid passing through the column was 

to a greater extent in the liquid state. However, very 

dilute solutions of analytes in water were only poorly 
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Table 18. Effect of heating rate on the accumulation of 
organic compounds at the 25 to 50 ppb level on 
Tenax^ by gas purging and distillation 

Percentage Recovery 
Compound Fast Heating Slow Heating" 

1-Hexanol 89. 0, 101 .8 86. 2 

Ethylbenzene 74. .5, 87. 9 73. 2 

1-Heptanol 77. 1, 83. 1 78. .8 

o-Dichlorobenzene 90. .7, 100 .5 78. .8 

Ethyl Malonate + n-Butylbenzene 77. .8, 94. 8 78-.6 

1-Octanol 80. .7, 83. 7 76. .7 

Naphthalene 96, .4, 100 .6 87, .5 

1-Decanol 99, .6, 102 .2 65, .5 

2-Undecanone 97. .4, 109 .8 91, .4 

Biphenyl + 1-Undecanol 91, .7, 96. 7 82, .9 

Acetophenone 82 .4, 99. 0 75 .0 

Fluorene 93 .2, 

CO c
n
 

8 83 .3 

Phenanthrene 78 .4, 89. 2 50 .0 

^2 runs on 2 mm I.D. x 9 cm columns containing 80-100 
mesh Tenax. 

^Single run. 
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Table 19. Accumulation of organic compounds at 50 ppb 
level on XAD-4® by gas purging and distillation 
by slow heating method 

Compound Percentage Recovery 

1-Hexanol 96.6, 99.0 

Ethylbenzene 79.1, 81.7 

1-Heptanol 79.4, 86.6 

o-Dichlorobenzene 87.7, 88.3 

Ethyl Malonate + n-Butylbenzene 81.4, 86.2 

1-Octanol 79.9, 82.9 

Naphthalene 90.4, 95.2 

1-Decanol 91.0, 96.4 

2-Undecanone 96.8, 99.0 

Biphenyl + 1-Undecanol 83.7, 88.5 

Acenaphthene 76.6, 79.4 

Fluorene 79.9, 87.3 

Phenanthrene 65.3, 69.9 

runs on 2 mm x 9 cm column containing 0.065 g of 80-
100 mesh XAD-4. 
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recovered by Tenax as shown in the experiments on aqueous 

sampling. While it may be possible that analytes can be 

sorbed onto dry Tenax resin, if the concentration of the 

analyte is sufficiently high, or if the surface of the Tenax 

can be modified to be more hydrophilic, a polymer that is 

amenable to aqueous sampling was sought. The results using 

XAD-4 (Table 19) by the slow heating method show that the 

recoveries using XAD-4 were comparable to those using Tenax. 

The XAD-type resins have not been as popular as Tenax 

because the former exhibit poor stability at high 

temperatures resulting in high bleed that obscured 

quantitation when thermal desorption was used. 

Correlation of Recovery with Water Solubility and Molecular 

Weight 

Table 20 and Table 21 list literature values of 

molecular weight, vapour pressure and water solubility 

(7,8,9). The available vapor pressure data at ambient 

temperature are similar and no correlation is apparent. No 

simple correlation between recovery and boiling points (bp) 

is apparent. An example is that phenol (bp 180°C) was only 

15% recovered, but o-dichlorobenzene (bp 182°C) was 

quantitatively recovered. They have about the same boiling 

points. 



159 

Table 20. Molecular weight, boiling point and vapor 
pressure of organic compounds^' ^ 

Molecular Boiling Vapor 
Compound Weight Point Pressure 

(Daltons) (°C) (mm Hg) 

Acenaphthene 154.21 279 

Aniline 93.12 184 - 186 1 (35°C) 

Acetophenone 120.15 202 1 (15°C) 

Benzaldehyde 106.12 179 1 (26°C) 

Biphenyl 154.2 254 - 255 

n-Butylbenzene 134.21 183. 1 1 (230C) 

Cyclohexanone 98.14 155. 6 4 to
 
o
 o
 

n
 

1-Decanol 158.28 236. 9 1 (70Oc) 

o-Dichlorobenzene 147.01 180. 5 1 to
 
o
 o
 

n
 

N,N-Dimethylaniline 121.8 192 - 194 1 .1 (30°C) 

Ethylbenzene 106.18 136. 12 7 (20Oc) 

Ethyl Cinnamate 176.21 271 

Ethyl Hexanoate 144.21 166 - 167 

Ethyl Malonate 160.17 198 - 199 

p-Ethylphenol 122.16 219 

Fluorene 166.21 295 

1-Heptanol 116.2 175, .8 

^Windholz (7). 

^Verachueren (8). 

^Huang et al. (9). 
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Table 20. (Continued) 

Molecular Boiling Vapor 
Compound Weight . Point Pressure 

(Daltons) (°C) (mm Hg) 

1-Hexanol 102.17 157 0, .98 (20^0 

2-Methoxynaphthalene 158.19 272 

Methylaniline 107.15 194 - 196 0 .3 (20^0 

Methyl Benzoate 136.14 198 - 200 1 (37OC) 

Methyl Decanoate 

Methyl Salicylate 152.14 220 - 234 1 (54°C) 

Naphthalene 128.16 217. 9 1 (53°C) 

2-Naphthylamine 143.18 306 

Nitrobenzene 123.11 210 - 211 0 .15 (20°C) 

1-Octanol 130.22 194 - 195 1 (54°C) 

Phenanthrene 178.32 340 

Phenol 94.11 182 0 .2 (20^0 

Phenylacetonitrile 117.14 233, .5 0 .1 (20°C) 

1-Undecanol 172.31 243 

2-Undecanone 170.30 231 _ 232 
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Table 21. Solubility of organic compounds 

Compound Solubility 

a, b, c 

Acenaphthene 0.0255 moi/m^ 

Aniline 34,000 mg/L 

Acetophenone 5500 mg/L 

Benzaldehyde 3300 mg/L 

Biphenyl 7.5 mg/L (25°C) 

n-Butylbenzene 1.56 mol/m^ 

Cyclohexanone 23,000 mg/L (ZO^C) 

1-Decanol 

o-Dichlorobenzene 145 mg/L (25°:) 

N,N-Dimethylaniline 

Ethylbenzene 152 mg/L 

Ethyl Cinnamate 

Ethyl Hexanoate 

Ethyl Malonate 1 g/50 mL 

p-Ethylphenol 

Fluorene 0.0119 mol/m^ 

1-Heptanol 2000 mg/L (20°C) 

^Windholz (7). 

Werachueren (8). 

^Huang et al. (9). 
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Table 21. (Continued) 

Compound Solubility 

1-Hexanol 

2-Methoxynaphthalene 

Methylaniline 

Methyl Benzoate 

Methyl Salicylate 

Naphthalene 

2-Naphthylamine 

Nitrobenzene 

1-Octanol 

Phenanthrene 

Phenol 

Phenylacetonitrile 

1-Undecanol 

2-Undecanone 

5900 mg/L (20^0 

5000 mg/L 

30 mg/L 

1900 mg/L (20°C) 

1.6 mg/L (15°C) 

82 g/L (15°C) 



Figure 19. Correlation of recovery with water 
solubility and molecular weight 

Components: Phenol (1), Aniline (2), 
Cyclohexanone (3), 
Ethyl Malonate (4), 
1-Hexanol (5), Acetophenone 
(6), Benzaldehyde (7), 
Nitrobenzene (8), 1-Heptanol 
(9), Methyl Salicylate (10), 
1-Octanol (11), Ethylbenzene 
(12), Metnyl Benzoate (13), 

• o-Dichlorobenzene (14), 
Naphthalene (15), Biphenyl 
(16), Phenanthrene (17). 
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The available solubility data were used to obtain Figure 

18. As water solubility decreases the recovery increases 

until a plateau (nitrobenzene to naphthalene in Figure 19) 

at 100% is attained. The experimental data which do not 

fall in the 100% region may be due to high vapor pressure 

that resulted in loss during sample transfer or due to 

interference in GC quantitation. Finally, as molecular 

weight increases the recovery decreases (biphenyl to 

phenanthrene). A more precise correlation can be obtained 

if data for a given class of compounds, such as, alcohols or 

alkanes, could be treated in the above manner. The 

correlation can be used to predict recoveries of compounds 

not tested in this work on the basis of literature values of 

water solubility and molecular weight. The extremely low 

recovery of methyl salicylate is not clear. 

With the advancements in chromatographic methods more 

accurate data on water solubility can be found. McNally and 

Grob (10,11) suggested a simple method for measuring 

solubility using headspace analysis. The GC signal from the 

headspace was plotted against the concentration of the 

analyte in water at a given temperature. The signal 

increased linerarly and then leveled off. The lowest 

concentration at which the signal was constant (also the 

maximum signal) corresponded to the limiting concentration 

(solubility) of the analyte in water. 
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For compounds that are not volatile, the method of Mays 

and co-workers (12,13) can be used. A column of glass beads 

coated with the analyte was connnected to an HPLC column. 

Solubility was calculated from the volume of water pumped 

through the glass bead column and the amount of analyte 

eluted from the HPLC column. 

Real Samples 

The experimental procedure was applied to real samples. 

Figure 20 to Figure 24 show the GC chromatograms for blank 

(Barnstead water), tap water, instant decafffeinated coffee, 

strawberry jello and shale retort water. Except for 

Barnstead and tap water, the samples produced foam and the 

amount of sample was reduced to 95 mL. Other investigators 

have added anti-foaming agents (14,15), decreased the gas 

sparging (introduced the gas through a needle rather than a 

frit (16) or introduced the gas over the sample (17) or 

reduced the sample volume by 40% (18) to alleviate foaming. 

The chromatogram of the strawberry jello showed a single 

intense peak. Although this peak was not identified, Nunez 

and Bemelmans (19) have reported the major volatile 

compounds of fresh strawberry as 3-pentanone, methyl 

butanoate, a-pinene, D-limonene, n-decanal methyl-N-

methylanthranilate, 0-caryophyllene and geranyl butanoate. 



Figure 20. GC chromatogram of Barnstead water (blank) 

Conditions: Same as Figure 18. 
1.3 /t/L injection. 
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Figure 21. GC chromatogram of Iowa State University 
tap water 

Conditions: Same as Figure 18. 
1.3 nh injection. 
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Figure 22. GC chromatogram of instant decaffeinated 
coffee (1 cup, pH 8) 

Conditions: Same as Figure 18. 
1.3 A/L injection. 
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Figure 23. GC chromatogram of strawberry jello (Ig) 

Conditions: Same as Figiure 18. 
1.2 fth injection. 
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Figure 24. GC chromatogram of shale oil retort water (pK 7.5) 

Conditions: Same as Figure 18. 
1.3 injection. 

Components: 4-Ethylpytidine (1); benzonitrile 
(2); 2,3,5-trimethylpyridine (3); 
n-nonanoic acid (4); n-decanoic 
acid (5). 
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Figure 25. GC chromatogram of breakthrough of 
compounds in shale oil retort water 

Conditions: Same as Figure 18. 
Components: Pyridine (1); 2-Methylpyridine 

(2); 4-Methylpyridine (3); 
Cyclohexanone (4); 4-Ethyl-
pyridine (5); Aniline (6); 
2,3,4-Trimethylpyridine (7); 
4-Octyne (8); 2,3,4-Trimethy-
2-cyclopenten-l-one (9); 
1-Ethoxyethylbenzene (10). 
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Volatile organic acids have also been identified in gelatine 

( 2 0 ) .  

Because breakthrough was noticed for the shale oil 

retort water experiment, another experiment was carried out 

using the retort water diluted ten times. There was no 

change in the profile of the gas chromatogram of this 

experiment indicating no change in the relative amounts of 

compounds retained by Tenax or in the kinds of compounds 

accumulated. The concentrated methanol solution for the 

shale oil retort water sample was submitted for GC-MS 

analysis. The results were compatible with the experimental 

data. Highly soluble compounds (in this case, the 

pyridines) were not completely retained. They were also 

found in the water that emerged from the concentrating 

column (Figure 25). The Cg and C^o acids that are not 

normally determined by the usual purge-and-trap methods were 

found by this method of gas purging and boiling. These 

acids required the high temperature of boiling. A method to 

prevent breakthrough is to use a resin, such as, XAD-4, that 

has been demonstrated to have high capacity for the 

compounds that were not retained by Tenax GC. 



180 

CONCLUSION 

Organic compounds were poorly recovered on Tenax by 

aqueous sampling, in agreement with other authors. The bed 

volume of Tenax must be increased to obtain quantitative 

recovery. 

In the purge-and-trap experiment, volatile hydrophobic 

compounds were easily concentrated from water using helium 

as the sparging gas and heating the sample up to the boiling 

point of water. The vapors passed through a concentrating 

column (Tenax) where the organic compounds are retained. In 

this experiment the water was boiled (distilled) with 

continued gas purging of the water. 

The experiment was quantitative in the concentration 

range of 25 ppm to 25 ppb. The effect of column dimensions 

was studied in an attempt to reduce column volume as much as 

possible. A column containing a small volume of Tenax would 

require a small volume of desorbing solvent, increasing 

sensitivity. The goal of these experiments was to find the 

dimensions of a small diameter Tenax column containing a 

minimum of Tenax so that this concentrating column could be 

directly interfaced with the large-bore GC analytical 

column. The small diameter column that was used increased 

the pressure considerably during the final stages of the 

sparging experiment. 



181 

The experiment on the evaluation of losses was in 

agreement with other investigators. Losses occurred in 

cooler zones of the apparatus. Host of the phenols remained 

in the boiling flask. Other strategies to volatilize the 

phenols were investigated. The ionic strength was increased 

considerably. Losses occurred during the addition and 

dissolution of large quantities (30% w/v) of sodium sulfate. 

At pH 2 the recovery of phenols was the same as at pH 7. At 

pH 2 only 51% of ethyl hexanoate was obtained. The merits 

of another adsorbent should be investigated for the 

concentration of phenols at low pH. 

A procedure was found in which the sample was heated 

quickly up to the boiling point. Then the rate of heating 

was decreased so that the rate of vaporization of water was 

decreased to reduce the pressure in the headspace. 

Simultaneously the flow rate of the carrier gas was 

decreased. For this slow heating method, the results of 

recovery were consistently lower than those of the fast 

heating method in which the rate of heating was not reduced. 

Automation of this process would be a great benefit to the 

experimenter. 

The effect of XAD-4 in concentrating volatile organic 

compounds was tested. The results using XAD-4 were 

comparable to those using Tenax for hydrophobic volatile 

organic compounds using the slow heating method. Because 
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XAD-4 has been used successfully in aqueous sampling, XAO-4 

should be tested for the recovery of other more polar 

compounds that can be distilled with gas purging. 

The percentage recovery of the analytes increased 

linearly with the negative logarithm of the water solubility 

up to solubility of 2 g/L. Quantitative recovery was 

obtained for those compounds for which the solubility was 

less than 2 g/L. However, when the molecular weight 

exceeded 125 daltons, the percentage recovery again 

decreased linearly with the negative logarithm of the water 

solubility. The results are not surprising because the 

concentration of analytes above a solution is dependent on 

the solubility of the analyte in the given solution. The 

anomalous behavior of methyl salicylate is not clear. 

The method of gas purging and distillation was applied 

to real samples. For drinking water no organic compounds 

were found. The volume of the sample was reduced 5% to 

increase the headspace to dissipate the foam for jello, 

instant decaffeinated coffee and shale oil retort water. 

Pyridines in the shale oil retort water were not 

concentrated on Tenax GC, in agreement with the experimental 

results for aniline. But large amounts of polar compounds, 

n-nonanoic and n-decanoic acids were obtained by the gas 

purging and distillation method. These acids cannot be 

concentrated by the usual purge-and-trap method. The 



183 

pyridines were found in the water that passed through the 

Tenax column. 

By sparging an aqueous sample initially at room 

temperature, the volatile hydrophobic compounds were 

concentrated on Tenax GC. As the temperature was increased 

and kept at the boiling point, more polar compounds and 

hydrophobic higher molecular weight compounds were 

concentrated. The basic nitrogen compounds were found to be 

easily volatilized, but could not be concentrated on Tenax. 

Hence a suitable adsorbent, other than Tenax, would be more 

appropriate for these compounds. 
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SUMMARY 

In Section I, low-molecular weight aldehydes and ketones 

were concentrated by a hydrophobic zeolite (ZSM-5) which 

contained discrete (6 k circular and 5.1 Â to 5.7 Â 

elliptical) channels. The organic compounds are believed to 

be retained in these channels. The carbonyl compounds at 

100 ppb level were desorbed with a small volume of 

acetonitrile and converted to the 2,4-

dinitrophenylhydrazones. The derivatized analytes were 

recovered by solvent extraction with pentane followed by 

microdistillation. The 2,4-dinitrophenylhydrazones were 

analyzed by reversed phase HPLC on column at 254 nm. 

Good recoveries were obtained for the model compounds, 

except formaldehyde. External standards were used because 

isomerization, degradation and other reactions have been 

reported using ZSM-5. The method was applied to the 

analysis of drinking water. No aldehydes or ketones were 

found in drinking water from Ames, lA. The drinking water 

from Des Moines, lA contained 1.6 ppb butanone. 

In Section II, other polar low-molecular weight 

compounds, diethyl ether, acetates, nitriles, alcohols, 

aldehydes, ketones and acids were concentrated by the ZSM-5 

and a similar zeolite, Silicalite. Except for methanol, 

formaldehyde, acetic acid, and propionic acid good 
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recoveries were obtained for model compounds at the 100 to 

200 ppb levels. Concentration factors of 50 at 100 ppb and 

500 at 1 ppb were achieved. Satisfactory desorbing solvents 

were 1-propanol, acetone, methanol and acetonitrile. 

A fused silica capillary column (DBWax) was used for the 

quantitation. The stationary phase (cross-linked) and the 

film thickness (1 fim) and large diameter (0.525 mm I.D.) 

made it possible to inject large samples of dilute solutions 

of water and polar solvents without serious deterioration of 

column performance. Subambient temperatures were necessary 

for analytes with low GC retention volumes. Concentration 

of the solutions containing the analytes desorbed from the 

zeolites was not needed. For the determination of acids, 

the column was subjected to high carrier gas flow rate (15 

mL/min) and high temperature (150°C) or backflushed with 

water to obtain a baseline satisfactory for trace analysis. 

In Section III, the method of distillation with gas 

purging concentrated a variety of classes of organic 

compounds. The compounds were selected so that amines, 

alcohols, ketones, aldehydes, esters, phenols, nitriles, 

chlorinated compounds and polynuclear aromatic compounds 

were represented. 

Good recoveries were obtained for the sample 

concentration range 25 ppm to 25 ppb. Unlike normal gas 

purging experiments, the sample was heated and boiled. The 
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entire apparatus was heated to 85°C or greater, so that the 

analytes would not be lost on the walls of the apparatus. 

The concentrating column (Tenax) was cooled to prevent 

thermal desorption of the analytes. The helium gas flow 

rate was maintained at as high a level as possible to 

prevent plugging. For safety a slow heating procedure was 

devised. The heating rate and helium flow rate were reduced 

as necessary to prevent loss of sample. The analytes were 

desorbed from the concentrating column by solvent elution 

with methanol or acetonitrile. The concentrated solution 

was injected into a large-bore (0.525 mm I.D.) capillary 

column and the analytes were quantitated by GC with FID. 

Acidification (pH 2) of the sample solution showed no 

improvement in the recovery of phenols. The XAD-2 

concentrating column gave results comparable to the Tenax 

column using the slow heating method. 

Recovery of the analytes was primarily dependent on the 

water solubility and molecular weight of the analyte. 

The analytes from very "dirty" samples were concentrated 

and analyzed directly by gas chromatography. Less sample 

(more headspace) was necessary for the strawberry jello, 

instant decaffeinated coffee, and shale oil retort water, 

all foaming samples. This is a minor imconvenience in view 

of the fact that usual sample preparation require 

filtration, extraction and distillation. 
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The broad range in capacity and the inertness of the GC 

capillary column allowed large volumes of the concentrated 

solution to be injected directly into the GC column. 

Concentration by microdistillation was unnecessary. This 

combination of the solvent elution of the concentrating 

column and analysis on large-bore GC column greatly 

simplified the analysis of organic compounds in water at 

trace levels. 

The large-bore fused silica column was not as flexible 

as the normal (0.2 mm I.D.) column, but it was easily 

installed in a normal gas chromatograph. Additional flow 

regulators at the inlet were an advantage because the gas 

chromatograph was used for packed column originally. For 

temperature programmed experiments the high temperature 

regions of the chromatogram exhibited some bleed reminscent 

of packed columns. The short (10 m) column was suitable for 

the compounds studied reducing retention times, so that the 

compounds did not elute in the high bleed region. 
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